**NYLON TAPE**

- STERILE -

**Instructions for use**

**DESCRIBR**

Nylon tape is sterilized by irradiation. Do not re-sterilize!

**PERFORMANCE**

In case of 1 mm filament structure, Nylon Tape is indicated for temporary fixation of tissues, organs or other intraoperative structures during surgical procedures with no injury to the tissue involved.

**INDICATIONS**

Nylon Tape is indicated for temporary fixation or traction of tissues, organs or other anatomical structures during surgical procedures. The device is never intended to be implanted in the body.

**APPLICATION**

Nylon Tape is used for temporary traction and/or tension of organs or parts of organs using retraction or traction devices. After completion of the operation, the tape should be removed and disposed of.

**CONTAMINATIONS**

Tapes are known to contain lead. However, no risk factors are indicated for re-sterilization.

**WARNINGS / PRECAUTIONS**

Care should be taken during insertion to avoid laceration injuries. Nylon Tape is provided without accessories. Do not use sterilization devices that are inappropriate or incompatible. Disposal should involve products. Residual parts may pose a risk of product deterioration and non-contamination. It may lead to the failure of post-use sterilization tests, two ultrasonic pairings, the insulating layer and tape.

**ADVERSE REACTIONS**

None known.